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Presenting the Spindle Viscometer VM1  
 

1.1 Delivery 
1. When you receive the package containing the equipment, check the delivery note and 

contents. If you find any damage or discrepancy, notify it to your local representative 
or supplier immediately.  

 
2. Keep the transport packing in a safe place. If you need to transport the equipment or 

store it for a long period of time, always use the transport packing. If a component is 
damaged as a result of transporting the equipment badly, this is not covered by the 
manufacturer’s guarantee.  

 
3. Check that the model delivered is the one you ordered. The viscometer is composed 

of: 
– 1 Spindle Viscometer VM1 Viscometer head      
– 1 stand with adjustable, slip-proof feet 
– 1 set of standard spindles according to the ordered viscometer model 
– 1 spindle stand 
– 1 spindle guard 
– 1 power cable 
– 1 Spindle Viscometer VM1Instruction Handbook (English) 
– 1 calibration sheet 
 

  
4. Read the instructions for use very carefully. 
 
5. All modifications to the equipment, removal of parts or lack of maintenance to any 

component is against the directive for use 89/655/CEE and the manufacturer is 
therefore no longer responsible for any damage which may occur as a result. 

 

1.2 Environmental conditions 
- Internal use 
- Altitude to 2000 meters 
- Room temperature: from +5 to 40ºC 
- Maximum relative humidity 80% up to 31ºC, lowering to 50% relative humidity at 

40ºC. 
- Electrical supply fluctuations cannot exceed ±10% nominal tension 
- Installation category II 
- Pollution level II 

1.3 Maintenance 
While this instrument is in service, it may require certain checks. In this case, contact 
TQC Sheen or your local supplier. 
 
Regular maintenance is important. We recommend checking your viscometer annually. 
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1.4 Setting up the equipment 
 
• Remove all parts from the carrying case. Refer to the figure below.  

 
• Make sure the feet (B) are fixed to the Y shaped stand (A).  

 
• Mount the vertical holding rod (C) with the fixing nut (D) in the stand (A).  

 
• Mount the block (F) on the vertical holding rod and tighten the nut of the block. 
 
 
Note: 
The following procedure must be carried out carefully to avoid any damage to the 
viscometer’s shaft.  
 
 
• Insert the small horizontal rod of the measuring head (E) in the boss head of the block 

(F). 
 

(Fig. 1) 
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1.5 Description of the instrument 
  

 
Front view of the instrument (Fig. 2). 

 
 

 

 
 
 

1. Softkeys 2. Spindle protector  
3. Stand base 4. Feet for levelling 
5. Display (LCD) 6. Power switch (at rear) 
7. Toothed rod 8. Spindle 
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Rear view of the instrument (Fig. 3). 
 

 

          

1. Type plate with the serial number  
2. Power switch and connector for the power supply cable 
 

Type plate showing the serial number (Fig. 4) 
 
 
 
 

 
 1    Viscometer model 
 2    Viscometer code 
 3    Serial number 
 4    Supply voltage, frequency and power consumption 

1.6 The keyboard and display 
Before starting up the instrument, take some time to familiarize yourself with the features. 
The instrument has 6 softkeys (see position 1, Fig. 2) and a 4-line text display (see 
position 5, Fig. 2). The softkeys and display are located on the front of the instrument.  
 
The display shows the operation carried out as well as the measurements performed by 
the instrument. Using the keyboard and display, the user can move freely within all menu 
levels, select different options and create configurations for the viscosity measurements. 
The different menu options are described in detail in later chapters of this operating 
manual.   
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Each of the 6 softkeys has a basic function which is explained below:  

 
Softkey Function 
‘∆’ Go to the previous option / increase a value 
‘∇’ Go to the next option / decrease a value 
‘TAB’ Change the input field in the configurations 
‘ENTER’ Accept or select 
‘QUIT’ Cancel or leave 
‘ON’ Stop/start the motor during measurements / 

access to special functions. 
 

In some menu options, a different function may be assigned to a softkey.  
The following sections describe the functions of the softkeys in more detail.  
 

1.7 Start up 
Switch on the instrument with the power switch at the rear. If the instrument does not 
start: 
 
• Ensure that the power cable is connected to the Visco Basic plus (see position 2, 

Fig. 3) and the power supply. 
 
 
When the instrument works, the following message appears on the display: 
 

Sheen. 
vCli 0.0. 
Visco Basic+ 
English 

 
This start display shows the version and model of the instrument and the language 
selected. After few seconds, the start display disappears and the instrument main display 
(see section 2) is shown. The instrument main display contains the main menu. 
 
The instrument is preset to English, and cP as the unit of viscosity. 
These parameters can be changed to suit the user. This is described in the following 
sections. 

 
2. Important rheological notes 
 
To get accurate measuring results it is necessary to know the most important rheological 
properties of the sample: 
 
Newtonian fluids (e.g. water): 
The viscosity of these fluids does not depend on shear rate i.e. at any speed the viscosity 
is the same. Only the temperature affects the viscosity, 1 °C temperature change means 
up to 10 % of viscosity change. 
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Time independent non-Newtonian fluids: 
At a certain shear rate and temperature the viscosity reading is always the same. There is 
no change in viscosity when the sample is held under constant shear rate for a long time. 
Changing the shear rate also changes the viscosity. 
 
Shear thinning, pseudoplastic behaviour (e.g. coatings, shampoos): high shear rate 
means low viscosity 
Shear thickening, dilatant behaviour (e.g. starch dispersions): high shear rate means 
high viscosity 
 
Time dependent fluids: 
Even under constant shear rate and temperature the fluid shows a change in viscosity 
over time. 
 
Thixotropic behaviour (e.g. Ketchup, pastes, crèmes): viscosity decreases in time under 
shearing 
Rheopectic behaviour (e.g. latex dispersions, surface-active agents): viscosity raises in 
time under shearing 
 
Please note that high shear rates could also lead to a warming of the sample which could 
be misinterpreted as a time dependent behaviour. 
 
Also, turbulent flow could lead to falsely high viscosity reading, Turbulence is caused by 
too high speed in relation to the sample viscosity. 
 
As with any measurement, in addition to the rheological properties of the sample also 
instrument related variables influence the results: 
 
1. Sample temperature (repeatability should be better than 0.1 °C, 0.2 °F) 
2. Sample container diameter / spindle-chamber geometry 
3. Filling level of container / immersion of spindle 
4. Viscometer model 
5. Spindle used (guard leg attached or not) 
6. Test speed (for non-Newtonian fluids) 
7. Duration of test (for time dependent fluids) 

3. Basic rules for correct measurements 
 
These instructions help to get reliable and comparable measurement results. 
Keep a record  - always take down the following data for each measurement: 
 

- viscometer model 
- spindle type  
- accessory (small sample adapter, low viscosity adapter, helix drive unit) if used 
- rotational speed 
- volume or dimensions of sample container  
- sample temperature 
- sample preparation procedure (if any) 
- whether or not the spindle guard was used 
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Only measurements performed under identical conditions can be compared, therefore it is 
very important to know these data. 
 
Check the spindles and use the spindle guard 
Check each spindle before using it. Severe corrosion or damages  - such as bent shafts - 
that may affect the spindle dimensions can cause an erroneous viscosity reading. It is 
recommended to buy a new spindle in case of damage. 
The spindle guard (part of the standard supply of all models) influences the measurement 
results, especially for the spindles no. 1 and 2. If operating the viscometer without the 
guard make a note of this fact in the measurement record. 
 
How to select a spindle and a speed 
For tests according to existing specifications or routines use the specified spindle and 
speed. Just make sure that the viscometer is the correct model.   
 
If performing a new test the optimum spindle/speed combination is best found by trial and 
error.  
 
One should get a display reading between 15 and 95 % of full range of scale.  
 

- If the reading exceeds the 100 % the viscometer gives an error message and a 
warning sound. In that case select a slower speed and/or a smaller spindle. 

 
- For readings lower 15 % of full scale range the viscometer just makes a 

warning sound. Select a higher speed and /or a larger spindle. 
 
If the approximate sample viscosity is known, the correct spindle/speed combination can 
be determined by using the selection tables in the operator handbook. 
 
When performing multiple tests use the same spindle/speed combination for all tests. For 
tests that require measurements at different speeds choose a spindle that permits 
readings within the limits (between 15 and 95 % of full scale range) at all desired speeds. 
 
It is recommended to use the Low Viscosity Adapter for exact measurements if the 
following applies: 

- Viscometer L model, sample viscosity of less than 15 cP  
- Viscometer R model, sample viscosity of less than 100 cP  

 
Hint:  
Generally the following rule can be applied to NEWTONIAN FLUIDS: 
 
• Increase of RPM    increase of reading accuracy 
• Decrease of spindle no.  increase of reading accuracy 
 
(In non-Newtonian fluids the viscosity depends on the shear rate, i.e. the rotational 
speed.) 
 
 
Select a sample container / sample container correction factor 
The inner diameter of the sample container should be 83 mm or larger. The usual vessel 
for measurement is a beaker with a filling volume of 600 ml. 
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Hint: 
If using a smaller vessel the viscosity readings will increase (showing an apparently higher 
viscosity), especially with the spindles no. 1 and 2. 
 

- If it is necessary to employ a container different to the specified one, some 
correction factors have to be established in order to obtain an exact 
measurement.  
 
o To calculate a correction factor for a range, a spindle and a container, just 

measure a substance of known viscosity (at the specified temperature in 
the range and using the desired spindle and container) and take down the 
viscosity.  

o The relationship between this measured viscosity and the actual viscosity 
of the product is the correction factor for the measurements done with this 
spindle in this beaker. 

 
- The readings made from small containers and/or without the spindle guard can 

only be used as comparative measurements and not as absolute 
measurements of viscosity unless the above mentioned correction factors are 
used with every spindle and container. 
 

Sample conditions 
- The sample fluid should be free from air bubbles. Remove such bubbles by 

gently rapping the container on the table or with a vacuum device. 
- The sample temperature should be constant and homogenous for the entire 

filling volume. After correctly immersing the spindle and guard into the sample 
wait for temperature equilibrium of these parts and the sample before starting 
measurement. If using a 600 ml beaker it is recommended to wait at least for 
30 minutes. For optimum equilibration let the instrument turn at the speed you 
intend to measure at.  

- The sample consistency must be homogeneous, too. This applies especially to 
samples consisting of two components (e.g. emulsions).  By stirring the sample 
the components can be kept from separating. The sample to be measured 
should not contain particles with a tendency to clot or settle at the bottom, 
particles that could be deformed by the shear stress, be decomposed into 
smaller particles or be oriented in the flow stream.  

- Samples under test should not be submitted to chemical or physical changes. 
Avoid chemical or physical reactions in the sample while testing it! 

 
Flow conditions 
Viscosity measurements should be taken under laminar flow conditions, not under 
turbulent ones. Else the turbulent flow will cause false readings, showing a viscosity value 
higher than the actual sample viscosity! 
The higher the used speed and the lower the sample viscosity, the more this effect will 
influence the readings results. If readings with absolute viscosity are required, it is 
recommended to use cylindrical geometry spindles (with Small Sample Adapter, Low 
Viscosity Adapter or with models L) with which this effect is reduced. 
 
Laminar flow means that all particle movement happens in layers directed by the shearing 
force. It is comparatively easy to predict and the mathematics of the viscometer base on 
linear flow conditions.  
In turbulent flow the motion of particles is random which is why the flow cannot be 
analyzed with standard mathematical models and faulty readings occur. 
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Hint: 
The below values serve for orientation of the user. These are the approximate limits 
where the sample flow changes from laminar to turbulent. For the indicated spindles 
turbulent flow will occur if the speed/viscosity ratio is greater than the below values (speed 
in rpm, viscosity in mPa.s or cP)! 
 
• L1 spindle: 15mPa.s at 60rpm  limit: 60/15 = 4 (max.) 
• R1 spindle: 100mPa.s at 50rpm  limit: 50/100 = 0.5 (max.)Low 

viscosity adapter: 0.85mPa.s at 60rpm  limit: 60/0.85 = 70.6 (max.) 

4. Main menu 
 
The instrument is equipped with a system of menus which allows the user to control the 
instrument simply and rapidly. The basic actions in the menus are:  
• Move through the options (softkeys ‘∆’ and ‘∇’),   
• Select an option (softkey ‘ENTER’)  
• Move to the previous menu (softkey 'QUIT'). 
 
The main menu appears after the start display after switching on the instrument.  
It contains the menus for creating a measurement profile (‘Measurement Conf’), the 
Autotest function (‘Autotest’) and the menu for configuring the equipment (‘Configuration’). 
The display shows: 
 

 > Measurement Conf 
 
   Autotest 
   Configuration 

 
 

The option ‘Measurement Configuration’ is selected by default. You can move up and 
down in the menu using the ‘∆’ and ‘∇’ softkeys. Press ENTER to select an option. This 
brings you to the appropriate submenu. 
 
When using the instrument for the first time, it is advisable to proceed first to the option 
‘Configuration’ to establish values for certain parameters, such as language and 
measuring units. To get to this submenu, press the ‘∇’  softkey 3 times until the option 
‘Configuration’ is marked with an arrow ‘>’. Press ENTER to accept this selection. 

5. Configuration menu 

1.8 5.1 Configuration main display 
The ‘Configuration’ menu contains some functions which change the status and/or 
function of the instrument. When this option is selected the following menu appears: 
 

   Configuration 
>Language  Calibrate 
 Clock      
 Units     Reset 
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Move up and down through the menu using the ‘∆’ and ‘∇’ softkeys and select a submenu 
by pressing ENTER. In this submenu you can change the language, the time and date, 
choose the measuring units (see sections 3.2 to 3.4), perform calibrations, configure the 
plotter and initialize the instrument. The language, time and measuring units should be 
selected by the user before starting work with the instrument so it functions correctly. 
 
Press the QUIT softkey to return to the main menu. The following sections describe the 
submenus of the ‘Configuration’ menu. 

1.9 5.2 Changing the language (submenu Language) 
 
The first option in the ‘Configuration’ menu is the ‘Language’ option (marked with >). To 
change the language, press ENTER. 
The following display appears: 
 

 
 Choose a language: 
      English 
 

 
The following languages can be displayed by using the ‘∆’ and ‘∇’ softkeys: 

 
English 
French 
German 
Spanish 
Portuguese 
Italian 
Japanese 
Catalan 
  

Select the desired language and press ENTER. The language is changed automatically in 
all the menus. To leave the menu without changing the language, press QUIT. 

1.10 5.3 Changing the time and date (submenu Clock) 
When you select the option ‘Clock’ in the ‘Configuration’ menu the following display 
appears: 
 

 Time 
          hh:mm:ss 
Actual:   00:00:00 
New:      00:00:00 

 
 
The third line (Actual) is the time set for the instrument. This line cannot be changed. The 
fourth line (New) can be changed to the desired time. The first digit corresponding to the 
hour (hh) in the “New” line blinks. The value of this digit can be changed using the arrows 
to increase or decrease the value.  
 
To change the value of the second digit, press TAB. The blinking square moves along the 
second digit, which can be changed as above using the ‘∆’ and ‘∇’ softkeys to increase or 
decrease the value of the selected digit. Press ENTER to confirm the value.  
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To move to the minutes field (mm) and seconds field (ss), use the TAB softkey. The first 
digit blinks when selected. Proceed as above. 
 
Pressing QUIT aborts the change and restores the previous value set in the field. 
 
After the desired hours, minutes and seconds have been set, confirm the new time by 
pressing the ‘ON’ softkey. If you do not wish to change the time, simply press ON. The 
display for changing the date appears. The steps for changing the date are the same as 
described above for changing the time. Confirm the changes in the date by pressing the 
’ON’ softkey. Pressing QUIT aborts the changes and restores the previous value. 

1.11 5.4 Changing the units 
The Spindle Viscometer VM1 allows you to change the measuring units for viscosity. 
Selection options for the dynamic viscosity are: SI units (Pa·s or mPa·s) or CGS units 
(Poise or centiPoise). To change the measuring units, select the submenu ‘Units’ using 
the ‘∆’ and ‘∇’ softkeys and press Enter. The following display appears:  
 

 
 >  Viscosity 
 
 

 
Select ‘Viscosity’ and press ENTER, the following display appears: 
 

 
 Select the units 
   mPa·s/Pa·s(SI) 
 

 
Use the ‘∆’ and ‘∇’ softkeys to select either SI units or CGS units and then press ENTER. 
Pressing the QUIT softkey aborts the selection and restores the previous setting. Pressing 
ENTER after a selection or aborting a selection returns you to the unit selection display. 

1.12 5.5 Calibration submenu 
This submenu contains the options for recalibrating viscosity and temperature.  
 
IMPORTANT: A default calibration performed in the manufacturing process is stored in 
the viscometer. Therefore, the instrument does not need to be calibrated when used for 
the first time.  
However, quality norms recommend recalibrating the instrument once a year. It is possible 
for the user to recalibrate the instrument without returning it to TQC Sheen or your local 
agent.  
TQC Sheen is not responsible for measurements performed after the instrument has been 
recalibrated by the user. 
 
CALIBRATION NORMS:  

• To perform a viscosity calibration, you need two standard calibration oils and a 
thermostat system to keep the sample at a constant temperature (to within 0.1 °C 
of the temperature recorded for the calibration oil). If you do not have this 
equipment, you will not be able to perform a reliable calibration. TQC Sheen 
supplies standard oils to perform this calibration on request. 
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From the ‘Configuration’ menu, select the option ‘Calibrate’ and press ENTER. The 
following display appears: 

 
 >  Viscosity 
     
 

5.5.1 Viscosity calibration  
 
Select the ‘Viscosity’ option and press ENTER. The following display appears: 
 

 
   Spindle   R6 
   v  00000000.0 
 

 
On entering this display, the field ‘Spindle’ blinks. Press ENTER to select which spindle 
should be calibrated. Confirm the selection of the spindle by pressing ENTER. Pressing 
QUIT aborts the selection. The list of spindles supplied (which can be calibrated) with the 
instrument are listed in table No. 1 together with the accessory spindles. 
After selecting the spindle go to the viscosity field (using TAB) and enter the viscosity of 
the standard oil used for the calibration (the viscosity values are stated on the calibration 
certificate supplied with the Sheen calibration oil). Once the value of the standard oil is 
confirmed, press the ‘ON’ softkey to continue with the calibration process. The following 
display appears: 

 
Start time: 

     00h 00m 00s 
 

 
Enter the length of time to elapse between giving the calibration command and the start of 
the calibration. This time is usually used to ensure that the spindle and the sample reach 
the required constant temperature before the calibration is started. When this time is set, 
press the ‘ON’ softkey. This starts a countdown to zero before the calibration starts. The 
spindle must be immersed in the sample when the time for the start of the calibration is 
set.  
When the countdown reaches zero, the viscometer begins the calibration sequence. 
During the calibration, the following display appears: 
 

 
    Calibrating... 
 
 

 
NOTE: The calibration process takes approx. 30 minutes. 
 
When the process is finished, the main calibration display appears again. 

1.13 5.6 RESET submenu 
This submenu contains the RESET options for the instrument. Resetting the instrument 
restores the calibrations which were set when the instrument left the factory, i.e. the 
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original viscosity and temperature calibrations. In this submenu, the following display 
appears: 

ATTENTION: 
 You are going to 
 delete calibrations 
  <ENTER>   <QUIT> 

 
If you wish to proceed with the reset, press ENTER. If you do not wish to proceed, press 
QUIT. If you decide to continue with the reset, a second display appears asking you to 
confirm: 

 
    Are you sure? 
 
    <ON>   <QUIT> 

 
If you press ‘ON’, the factory calibrations are restored and the main ‘Configuration’ display 
appears. If you press QUIT, the configuration is not changed and the main ‘Configuration’ 
display appears.  
 
This is the last submenu within the ‘Configuration’ menu. To return to the main menu, 
press QUIT. 

6. Measurement configuration menu 
The measurement configuration menu gives access to the basic function of the 
instrument: viscosity measurement of liquids. In the main menu, select the option 
‘Measurement Conf’ and press ENTER. The following display appears: 
 
 

 Measure 
 SP: L1   RPM:100.0 
      
    Max:      60.0 

 
Move through the fields using TAB and edit using ENTER. 
 
The field SP shows the spindle used for the test. The chosen spindle and the chosen 
speed determine the maximum and minimum values of the viscosity (see Tables 2 to 6 for 
more information) as well as the shear stress measurement.  
 
To change the spindle, you must first change the spindle selection in this submenu using 
the ‘∆’ and ‘∇’ softkeys.  
 
Only after changing the configuration setting the spindle can be removed and another 
fitted. The instrument displays the spindles compatible with its model.  

 
IMPORTANT: Measurement errors will occur if you use a different spindle than the spindle 
set in the configuration. 
 
The field RPM (revolutions per minute) indicates the speed at which the test is performed.  
There are 18 preset times (0.3, 0.5, 0.6, 1, 1.5, 2, 2.5, 3, 4, 5, 6, 10, 12, 20, 30, 50, 60, 100, 
rpm). The speed and the spindle should be selected according to the viscosity to be 
measured (see Tables 3 to 6). 
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Changing the speed: Select the field (RPM) using the TAB softkey and move up and down 
the list of preset speeds using the ‘∆’ and ‘∇’ softkeys.  
After input of the desired speed press TAB to go to another parameter. 
When all the values in the display are entered as desired, press ‘ON’. The measuring 
display appears.  
 
Pressing QUIT returns you to the display for configuring the outlets. All data entered in the 
measurement configuration display will be lost. 

1.14 6.1 Measuring display 
When this display appears, the viscometer starts moving the spindle and acquiring data. 
The following is an example of data shown on the display: 
 

  SP: L1  RPM:100.0 
  V:   2012.4 cP 
         63.1  % 
 

 
As the instrument continues measuring the viscosity with each turn of the spindle the data 
are constantly updated. The display shows: 

• SP: Spindle currently in use. (Selected in the previous display). 
• RPM: Revolutions per minute. (Selected in the previous display). 
• V: Viscosity. Displayed in cP or mPa·s. 
• %: Percentage of the full scale (i.e. percentage of the rotational twist of the spring 

corresponding to the upper limit). 
 
In addition to observing the measurements taken, the user has other options in this 
display. Pressing the different softkeys has the following effect: 
 
Pressing the ‘∆’ and ‘∇’ softkeys increases or decreases the rotational speed of the 
spindle by the preset speeds rpm. It is therefore easy to change the speed without even 
leaving the measuring display. 
 
Pressing the ‘ON’ softkey stops or starts the motor, allowing short pauses in the test. 
When this softkey is pressed, the following display appears: 
 

 
  Motor stop 
 
 

 
Pressing QUIT when this display is shown abandons the measurements and returns the 
instrument to the main display.  
Pressing ‘ON’ when this display is shown ends the pause: the measurements continue 
from the point they had reached before the pause began and the measuring display is 
shown again.  
 
Pressing the QUIT softkey in the measuring display, stops the measurement and returns  
you to the main menu. 
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7. Autotest menu 
The Autotest is a way of checking the function of the viscometer and detecting problems. 
Performing an Autotest is very simple: just choose the option ‘Autotest’ from the main 
menu. The following display appears: 
 

      Remove the 
       spindle 
          and 
      press <ON> 

 
When this message appears, dismount the spindle. The instrument should be without 
load. Press ‘ON’. This activates the Autotest. During this process, the display is as follows: 
 

 
     Testing... 
 
 

 
VERY IMPORTANT: The Autotest must be carried out without the spindle. 
 
Pressing QUIT abandons the Autotest prematurely. When the Autotest is completed there 
are two possible displays which are shown, depending on the result of the test. If the 
instrument detects an error, the following message is shown: 
 

The system is not 
properly adjusted 

call the 
technical service. 

 
If this message appears, the instrument emits a sound until the ‘ON’ softkey is pressed. If 
this occurs, a fault has been found. Contact the technical service team. 
 
If no faults are found, the instrument emits a sound when the operation finishes and 
displays this message: 
 

 
 Auto-Test correct 
 
 

 
Pressing ‘ON’ or ENTER or QUIT returns you to the main menu. You can continue 
working with the equipment. 
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8. Accessories 

1.15 8. 1. Low viscosity adapters LCP and LCP/B 
Hint: 
The Low Viscosity Adapter (LCP and LCP/B) is not part of the standard delivery. It can be 
ordered as an accessory, both with or without flow jacket for achieving thermal equilibrium 
of the sample. The LCP Adapter comes complete with its special spindle 
 
The Low Viscosity Adapter permits more accurate measurements than the standard 
spindles. The measuring range of the viscometer can be extended to very low values. Due 
to the parallel cylinder geometry also shear rate and shear stress can be determined. Only 
a small quantity of sample is required.  
 
 

X

M

O-ring

latch pin

cone

K

J

H
GN

L

 
 
Fig. 0-1: Parts of the LCP Adapter 
 

 
 

 
 
 
Fig. 0-2: LCP Adapter mounted 
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8.1.1 Building up 
 
Hint: 
The procedure is the same for both types of  Low Viscosity Adapter (with and without flow 
jacket). The drawings only show the LCP Adapter with flow jacket. 
 
• Take the Digital Viscometer out of the 

stand.  
• Mount the extension (X) in between the 

Y-shaped stand (A) and the holding rod 
(C). Use a 19 mm wrench for nut (D).  

• Mount the Digital Viscometer on the 
stand.  
The extension is necessary because of 
the length of the LCP Adapter. Without 
the extension it would be very difficult to 
mount the LCP Adapter on the 
viscometer.  

 
 

Fig. 0-3: Mounting the extension for the LCP Adapter 
 

 
• Fix the jacket (J) to the connecting piece (G). Refer to Fig. 0-1. 
• Fix the connecting piece (G) to the viscometer (threaded hole on the rear of the 

viscometer flange). 
• Insert the spindle (L) into the jacket from below. Fix the adapter of the magnetic 

coupling to the spindle connector (H). Hook the spindle onto the spindle connector. Lift 
the spindle upwards and connect it to the axis connection, turning other clockwise  

• Close the sample tube (K) with the plastic stopper (M). 
• Fill the sample into the sample tube. Use a large syringe (e.g. 20 ml) or a small 

measuring glass for good filling and correct filling volume (16 to 18 ml).  
• Insert the sample tube (K) from below into the jacket (J). 

 
Important: 
Proceed slowly because the spindle has to be immersed correctly into the sample. If using 
a higher viscous sample take care not to push the spindle upwards! Hold the spindle 
connector.  
 
• Lock the sample tube (K) by turning. Fit the latch pin on the lower 

edge of the jacket into the groove in the plastic stopper (M).  
• Check the sample filling. The liquid level should be about in the 

middle of the cone that is hooked into the spindle connector (H). 
See Fig. 0-4. If necessary, add some sample. 

• Put the cover (N) over the sample tube. 
 

liquid
level

spindle

sample 
tube

 
Fig. 0-4: Filling of LCP Adapter 

 
 
 
Hint: 
Before starting a measurement make sure the viscometer is correctly leveled (bubble 
level). The spindle to select is named "LCP/SP". 
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8.1.2 Taking apart and cleaning 
 
• Move the viscometer upwards. Lift off the cover (N).  
• Open the spindle coupling and slowly lower the spindle into the sample tube (K).   
• Unlock the plastic stopper (M) and pull the sample tube (K) out of the jacket (J). Take 

out the spindle (L).  
• Take the LCP Adapter apart, rinse it and wipe it dry or blow it out with compressed 

air. If necessary, also wipe the inside of the jacket. 
 
Important: 
Do not use any cleaning agent or tool that might scratch the metallic surface! Make sure 
to use only solvents which do not react with the materials of the LCP Adapter! 
 
Possible solvents: water, ethanol or other high concentration alcohol. For other solvents, 
refer to chemical resistance tables of the indicated materials (see 0).   
 

8.1.3 Technical specifications of the LCP Adapter 
 
Measuring range: 
 

• 3.2**) to 21 333 mPa.s  =  3.2**) to 21 333 cP 
 
*) Limited by turbulence effects  
**) For a reading that represents 10 % of the full scale of the measuring range 
 
Sample volume:   18.0 ml 
 
Shear rate factor of the LCP spindle:  1.2236 x RPM ***) 
 
***)The shear rate is calculated assuming the characteristics of Newtonian liquids. 
 
Flow jacket temperature range & thermostating conditions: 

• Allowable temperature range: -10 to +100°C (14 to 212 °F) 
• Use a circulating thermostatic bath with non-ionized water or a special thermostat 

liquid. Exchange the thermostat liquid regularly. Recommended flow rate:15 l/min. 
 
Materials:  
• The metal parts are stainless steel, the plastic stopper consists of Black Delrin. The 

parts in contact with sample (sample tube, spindle) are made of AISI 316 stainless 
steel which is suitable for use in the food industry.   

• The O-ring on the plastic stopper (M) of the LCP Adapter is made of Delrin.  
It is designed for use at a maximum temperature of 100 °C (212 °F). 

• The flow jacket consists of Acetal and Delrin.  
The softening point of these materials is at 110 °C (230 °F).  

 

1.16  



 

  21 

1.17 8. 2. Small sample adapters APM and APM/B 
Hint: 
The Small Sample Adapter (APM) is not part of the standard delivery. It can be ordered as 
an accessory, both with or without flow jacket for achieving thermal equilibrium of the 
sample. The APM does not come with a spindle. Order the set of special spindles (TL or 
TR) that is suitable for the viscometer model used. 
 
The Small Sample Adapter permits more accurate measurements than the standard 
spindles. The measuring range of the viscometer can be extended to lower values. Due to 
the parallel cylinder geometry also shear rate and shear stress can be determined. Only a 
very small quantity of sample is required. 
 
 

M

K

O-ring

latch pin

J

H

G
N

L

TL spindle set

TR spindle set

 
 
Fig. 0-5: Parts of Small Sample Adapter 
 
 

 
 
 
 
 
 

 
Fig. 0-6: Small Sample Adapter mounted 
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8.2.1 Building up 
 
Hint: 
The procedure is the same for both types of Small Sample Adapter (with and without flow 
jacket). The drawings only show the APM with flow jacket. 
 
• The Digital Viscometer should be mounted correctly on its stand. 
• Fix the jacket (J) to the connecting piece (G). Refer to Fig. 0-5. 
• Fix the connecting piece (G) to the viscometer (threaded hole on the rear of the 

viscometer flange). 
• Close the sample tube (K) with the plastic stopper (M). 
• Fill the sample into the sample tube. Use a large syringe (e.g. 20 ml) or a small 

measuring glass for good filling and correct filling volume (8 to 13 ml).  
• Insert the sample tube (K) from below into the jacket (J). 
• Lock the sample tube (K) by turning. Fit the latch pin on the lower edge of the jacket 

into the groove in the plastic stopper (M).  
• Insert the selected spindle (L) into the jacket. Hook the spindle onto the spindle 

connector. Lift the spindle upwards and connect it to the axis connection, turning other 
clockwise . 

• Make sure the spindle is properly immersed in the sample (sample level clearly above 
the upper end of the spindle body). If necessary add a little sample. 

• Put the cover (N) over the sample tube. 
 
 
Hint: 
Before starting a measurement make sure the viscometer is correctly leveled (bubble 
level). 
 
 

8.2.2. Taking apart and cleaning 
 

• Move the viscometer upwards. Lift off the cover (N). 
• Open the spindle coupling and lower the spindle into the sample tube (K). 
• Unlock the plastic stopper (M) and pull the sample tube (K) out of the jacket (J). 

Take the spindle (L) out of the sample tube.  
• Take the Small Sample Adapter apart, rinse it and wipe it dry or blow it out with 

compressed air. If necessary, also wipe the inside of the jacket. 
 
Important: 
Do not use any cleaning agent or tool that might scratch the metallic surface! Make sure 
to use only solvents which do not react with the materials of the Small Sample Adapter! 
 
Possible solvents: water, ethanol or other high concentration alcohol. For other solvents, 
refer to chemical resistance tables of the indicated materials.  
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8.2.3 Technical specifications of the APM 
 
Measuring range: 
 
• 25*) to 3 300 000 mPa.s  =  25*) to 3 300 000 cP 
 
 
*) For a reading that represents 10 % of the full scale of the measuring range 
 
 
Spindle characteristics and filling volumes of the Small Sample Adapter: 
 
 
 

Spindle Shear rate [ s-1 ] *) Sample volume [ ml ] 

TR8 0.93 x RPM 8.0 

TR9 0.34 x RPM 10.5 

TR10 0.28 x RPM 11.5 

TR11 0.25 x RPM 13.0 
 
*) The shear rate is calculated assuming the characteristics of Newtonian liquids. 
 
Flow jacket temperature range & thermostat conditions: 
• Allowable temperature range: -10 to +100°C (14 to 212 °F) 
• Use a circulating thermostat bath with non-ionized water or a special thermostatic 

liquid. Change the thermostatic liquid regularly. Recommended flow rate:15 l/min. 
 
Materials:  
• The metal parts are stainless steel, the plastic stopper consist of Black Delrin. The 

parts in contact with sample (sample tube, spindle) are made of AISI 316 stainless 
steel which is suitable for use in the food industry.   

• The O-ring on the plastic stopper (M) of the APM is made of Delrin.  
It is designed for use at a maximum temperature of 100 °C (212 °F). 

• The flow jacket consists of Acetal and Delrin.  
The softening point of these materials is at 110 °C (230 °F).  

 

1.18 8.3 HELDAL UNIT - Helix Drive Unit  
Hint: 
The Helix Drive Unit is not part of the standard delivery. It can be ordered as an 
accessory. The Helix Drive Unit comes complete with its set of special T-shaped spindles. 
 
The Heldal is employed for measuring substances that do not flow by themselves (such 
as gels or pastes).  
 
It is a motor that moves the viscometer up and down automatically at slow speed. So the 
spindle will constantly get in contact with fresh sample.  
 
The measurement values obtained when using the Helix Drive Unit are no absolute 
viscosity values! Only comparative measurements can be done with such a T-shaped 
spindle geometry. 
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8.3.1 Building up the Helix Drive Unit 
 
• For instructions refer to the following pages! 

 
Fig. 0-7: Mounting the Helix Drive Unit 
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Proceed in the given order: 
 
• Put the security socket (1) on the toothed rod (8) of the viscometer stand (9). 
 
Important: 
The toothed side of the rod (8) must point in the same direction as the short end of the Y-
shaped stand (9). 
 
• Put the lower stopper ring (2) on the toothed rod (8) and fix it with the screw (12).  

 
Important: 
Do not tighten both screws (12) with great force. They are made of plastic and might be 
damaged. Both, the lower and upper stopper ring, are identical and can be exchanged. 
 
• Put the Helix Drive Unit(11) on the toothed rod (8) by pressing the displacement 

button (3).  
 
• Put the upper stopper ring (5) on the toothed rod and fix it with the screw (12) - do not 

use great force (see above "Important"-Message).  
 
• Adjust the Helix Drive Unit with the instrument feet (10) that serve as leveling screws 

and the bubble level on the holding rod. 
 
       Insert the support bar of the viscometer (16) into the clamp (4). Make sure that the          
       instrument is correctly leveled and fix it by tightening the clamp screw (15). 
 
• Attach the required T-shaped spindle (models PA to PF) to the digital viscometer. 

Refer to the supplied selection tables: 
 

- Screw the weight (6.4) onto the lower end of the spindle receptor. 
 

- Slightly loosen the screw connection between the upper (6.2) and the lower part 
(6.3) of the spindle receptor. Do not separate the two parts. 

 
- Stick the spindle (6.5) into the lower part of the spindle receptor (6.3) as far as 

possible. 
 

- Tighten the screw connection between the spindle receptor's upper and lower part 
until the spindle is fixed. 

 
Important: 
Do not tighten the screw connection more than necessary! There should always remain a 
gap between the upper and the lower part of the spindle receptor. 
 
• Fix the adapter for the magnetic coupling to the screw coupling (6.1) by turning it clockwise (see 

arrow in the drawing). Both, the screw coupling and the thread of the adapter, must be smooth 
and clean! Lift the adapter upwards and turn it until the magnetic coupling clicks into place. 

 
• Place the sample container under the viscometer and insert the spindle into the sample fluid by 

pressing the displacement button (3). 
 
• The vertical movement of the spindle is limited by the stopper rings. Therefore, these two rings 

must be fixed correctly and in their proper positions. 
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Important: 
Place the stopper rings as follows (referring to the position of the viscometer): 
 
• Topmost position: the spindle remains in the sample fluid. 
• Lowermost position: the spindle must not touch the bottom of the container! 
 
Otherwise the viscometer shaft might be seriously damaged and/or measurement result 
will be wrong! 
 
 
• Having adjusted and fixed the stopper rings, connect the viscometer and the Helix Drive Unit to 

the mains. Switch on the viscometer and select the desired spindle and speed. 
• Switch on the Helix Drive Unit with the ON/OFF switch (7). Check whether the power indicator 

lights up. If not check all connections to the mains. 
 

 
OPERATION: 
The Helix Drive Unit moves up and down in between the two stopper rings. When 
touching one of the rings the unit changes the direction of the motion.  
The Helix Drive Unit keeps moving until it is stopped with the ON/OFF switch! 
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Table 1 Standard Spindle Set & Special Spindles 
 
                               
                          

 
                  Standard spindles 

                          R2 
                          R3 
                          R4 
                          R5 
                          R6 
                          R7 

 
 
                  Special spindles 

                          R1 
                          TR8 
                          TR9 
                          TR10 
                          TR11 
                          LCP 
                          PA 
                          PB 
                          PC 
                          PD 
                          PE 
                          PF 
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Table 2 Standard spindles selection 
 
 

Guidelines for maximum viscosity values for each speed and spindle 
 

 
RPM / SP R1 R2 R3 R4 R5 R6 R7 

0.3 33.3K 133.3K 333.3K 666.6K  1.3M 3.33M 13.3M 

0.5   20K  80K  200K  400K  800K     2M    8M 

0.6 16.6K 66.6K 166.6K 333.3K 666.6K   1.6M    6.6M 

1   10K  40K  100K  200K  400K     1M    4M 

1.5 6.6K  26.6K 66.6K 133.3K  66.6K 666.6K  2.6M 

2    5K  20K   50K  100K  200K  500K    2M 

2.5    4K  16K   40K   80K  160K  400K  1.6M 

3 3.3K  13.3K 33.3K  66.6K 133.3K 333.3K  1.3M 

4  2.5K  10K   25K   50K  100K  250K    1M 

5    2K   8K   20K   40K   80K  200K  800K 

6  1.6K  6.6K  16.6K 33.3K 66.6K 166.6K 666.6K 

10    1K   4K   10K   20K   40K  100K  400K 

12 833 3.3K 8.3K 16.6K 33.3K 83.3K 333.3K 

20   500   2K    5K   10K   20K   50K  200K 

30   333   1.3K  3.3K 6.6K 13.3K 33.3K 133.3K 

50   200  800    2K    4K    8K   20K   80K 

60   166  660  1.6K    3.3K    6.6K   16.6K   66.6K 

100   100  400    1K    2K    4K   10K   40K 

 
 
EXPLANATION:  
K Indicates thousands.  Example: 7.8K = 7,800 
M Indicates millions              Example: 1.56M = 1,560,000 
 
NOTES: 
1. It is not advisable to work with viscosity values less than 15% of the upper limit of 
 the selected measuring range. 
 
2. R1 Special Spindle has been included in this table for clarity. 
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Table 3 Special spindles selection 
 
 

Guidelines for maximum viscosity values for each speed and spindle 
 

 
RPM / SP TR8 TR9 TR10 TR11 

0.3  166.6K 833.3K   1.6M     3.3M 

0.5    100K    500K       1M      2M 

0.6 83.3K 416.6K 833.3K    1.6M 

1     50K    250K     500K      1M 

1.5   33.3K 166.6K 333.3K 666.6K 

2     25K    125K     250K    500K  

2.5     20K    100K     200K    400K 

3   16.6K   83.3K   166.6K 333.3K 

4   12.5K   62.5K     125K    250K 

5     10K     50K     100K    200K 

6    8.3K   41.6K  83.3K 166.6K 

10      5K     25K      50K    100K 

12   4.16K 20.83K  41.6K  83.3K 

20    2.5K   12.5K      25K     50K 

30    1.6K    8.3K    16.6K   33.3K 

50      1K      5K      10K     20K 

60  833.3  4.16K   8.3K 16.6K 

100     500    2.5K       5K     10K 

 
 

EXPLANATION:  
 K Indicates thousands.  Example: 7.8K    = 7,800 
 M Indicates millions              Example: 1.56M = 1,560,000  
 

NOTE: 
It is not advisable to work with viscosity values less than 15% of the upper limit of 
the selected measuring range. 
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Table 4 Adapter LCP  
 

Guidelines for maximum viscosity values for each speed and spindle 
 
 

RPM LCP 

0.3 21,333.00 

0.5 12,800.00 

0.6 10,666.00 

1 6,400.00 

1.5 4,266.00 

2 3,200.00 

2.5 2,560.00 

3 2,133.00 

4 1,600.00 

5 1,280.00 

6 1,066.00 

10 640.00 

12 533.00 

20 320.00 

30 213.00 

50 128.00 

60 106.00 

100 64.00 

 
NOTE: 
It is not advisable to work with viscosity values less than 15% of the upper limit of 
the selected measuring range. 
Sample volume = 18 ml 
Shear Rate = 1.2236 · rpm 
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Table 5 Special HELDAL spindles selection  
 

 
Guidelines for maximum viscosity values for each speed and spindle 

 
 
 
 RPM / SP PA PB PC PD PE PF 

 0.3  666.6K   1.3M   3.3M  6.6M   16.6M   33.3M 

 0.5  400K  800K   2M    4M   10M   20M 

 0.6  333.3K  666.6K   1.6M  3.3M   8.3M   16.6M 

 1  200K  400K   1M  2M   5M   10M 

 1.5  133.3K  266.6K  666.6K  1.3M   3.3M   6.6M 

 2  100K  200K   500K  1M   2.5M   5M 

 2.5  80K  160K   400K  800K     2M   4M 

 3  66.6K  133.3K  333.3K  666.6K   1.6M   3.3M 

 4  50K  100K   250K  500K   1.25M   2.5M 

 5  40K  80K   200K  400K   1M   2M 

 6  33.3K  66.6K 166.6K  333.3K  833.3K   1.6M 

 10  20K  40K   100K  200K   500K   1M 

 12  16.6K  33.3K   83.3K  166.6K  416.6K   833.2K  

 
  
EXPLANATION:  
 
K Indicates thousands.  Example: 7.8K = 7,800 
M Indicates millions               Example: 1.56M = 1,560,000 
 
NOTE: 
It is not advisable to work with viscosity values less than 15% of the upper limit of the 
selected measuring range. 
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Table 6. Characteristics of the special spindles 
 
 
 
 
 
 
 
 

 
SPINDLE 

 

 
SHEAR RATE 

(1/s) 

 
SAMPLE VOLUME 

(cc) 

TR8 0.93 · RPM  8.0 

TR9 0.34 · RPM 10.5 

TR10 0.28 · RPM 11.5 

TR11 0.25·RPM 13.0 

 
 
The Shear Rate is calculated assuming the characteristics of Newtonian liquids.  
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8.4 FAULT DIAGNOSIS 
 
Below some common problems that may occur are listed: 
 
The instruments does not work, no or erratic display: 
 

- Incorrect power supply, power cable not properly connected 
- The viscometer is switched off 
- Check the instrument fuse(s) 
- Check the cable connections inside the instrument 
- Check the display or the keyboard 
- Check the other electronics (viscometer control electronic card, viscometer power 

supply electronic card) 
 
The instrument does not turn but makes nasty noises: 
 

- The detector needle or the spring carrying plate (pivotation plane) do not pass 
through the optical detectors but are blocked by them.  Align the detector needle or 
the plate so they can turn freely. 

- The pivotation plane system is not sealed 
- The motor has a defect 
- The motor electronic card has a defect 

 
The display looks correct but the instrument does not react to the pressing of the keys: 
 

- The cable of the keyboard is not correctly connected 
- Keyboard has a defect 

 
The instrument does not read zero (*) if turning without a spindle: 
 

- Check the entire deflection system 
- Check the calibration 
- The viscometer is not correctly levelled (adjust the laboratory stand) 

 
(*) The value should be zero or any other value equal or lower than 1% of the full scale of 
the spindle/speed combination (see viscosity tables) 
 
 
The reading is not stable: 
 

- Check the entire deflection system 
- Check the calibration 
- Check if the spindle rotates erratically – it may be bent, parts of the spindle coupling 

may be dirty, it is not correctly adjusted 
- Temperature fluctuation in the sample. Use temperature bath control or other 

thermostatisation systems 
- Special rheological properties of the sample (Non-Newtonian product, see manual) 
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The display shows “Error 121”. This is a motor error. 
 

- The nylon or aluminium clamp is not correctly adjusted to the main axis. (If your 
instrument has a nylon clamp, please contact Sheen). 

- Motor and motor electronic card cables are not properly connected 
- The detector needle does not pass through the optical detectors – the detector is 

too far away. 
- Motor has a functioning problem 
- Motor electrical card is defective 

 
The display shows “Error 101”. 
 

- The viscometer control electrical card has a defect. 
 
 
The instrument turns correctly, but there is no % torque and viscosity reading: 
  

- The instrument is not calibrated 
 
Inaccurate Readings 
 

- Verify spindle, speed and model selection. 
- If % readings are under-range (less than 15%), the viscometer will make an 

acoustic sound as a warning; change spindle and/or speed (see viscosity tables in 
the instruction manual). 

- “E” on the digital display means the unit is over-range (greater than 100%); reduce 
speed and/or change spindle (see viscosity tables in the instruction manual). 

- Verify test parameters: temperature, container, volume, and method.  
 
 
Multiple Data Points 
 
The majority of viscosity measurements are made at the quality control level and consist of 
a single data point. The test is conducted with one spindle at one speed. The data point is a 
useful bench mark for the go/no-go decision in a production setting. The Sheen rotational 
viscometers can be used for 
single point measurement.  
However as explained in the chapter 1 and 2, many fluids exhibit a characteristic change in 
viscosity with a change in applied force. This non-Newtonian flow behaviour is commonly 
seen in paints, coatings and food products as a decrease in viscosity as shear rate 
increases. This behaviour cannot be detected or evaluated with the single viscosity point 
measurement. 
Non-Newtonian flow is analysed through the collection of viscosity data over a range of 
shear rates and the generation of a graph of viscosity versus shear rate (a graph). This 
information will allow for a more complete characterisation of a fluid and may help in 
formulating and production of the product. The VM1 is capable of collecting multiple data 
points for the analysis of flow behaviour, and download them to an Excel file. 
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